
 

Notification to Healthcare Providers 
 
July 30, 2020 
 
Dear Healthcare Provider: 
 
Penumbra has received reports of Penumbra JET 7 Reperfusion Catheter with Xtra Flex technology 
(JET 7 Xtra Flex) distal tip expansion or rupture when used during injection of contrast media. JET 7 
Xtra Flex may become susceptible to expansion or rupture during contrast injection due to distal tip 
weakening from manipulation against resistance or use with other manufacturers’ revascularisation 
devices. Distal tip expansion or rupture may cause vessel damage and subsequent patient injury or 
death.  
 
Performing contrast injections through JET 7 Xtra Flex is not consistent with the intended use of the 
product or the Instructions for Use, which instructs the user to perform contrast injections through 
the guide catheter. The use of JET 7 Xtra Flex with other manufacturers’ revascularisation devices is 
not an authorised use per the Instructions for Use. JET 7 Xtra Flex has not been tested for 
compatibility with other manufacturers’ revascularisation devices. 
 
In response to these reports, Penumbra is notifying healthcare providers of a labeling update to 
include the following WARNING, PRECAUTIONS and REVISIONS in the Instructions for Use: 
 
Warning: Do not inject contrast media through the Penumbra JET 7 Reperfusion Catheter with Xtra 
Flex technology using a syringe or automated high-pressure contrast injection equipment. Injecting 
contrast media through the Penumbra JET 7 Reperfusion Catheter with Xtra Flex technology may 
cause the distal tip of the catheter to expand or rupture, resulting in potential vessel damage and 
subsequent patient injury or death. When injecting contrast media for angiography, always inject 
through the guide catheter. 
 
Precaution: The Penumbra JET 7 Reperfusion Catheter with Xtra Flex technology has not been 
tested for compatibility with other manufacturers’ revascularisation devices. The safety and 
effectiveness of combined use is unknown and could result in damage to the Penumbra JET 7 
Reperfusion Catheter with Xtra Flex technology.  
 
Precaution: Use caution and slowly flush heparinised saline. If you see expansion of the Penumbra 
JET 7 Reperfusion Catheter with Xtra Flex technology, immediately discontinue use of the catheter.  
 
Revision: Obtain a post-treatment angiogram by injecting contrast media through the guide 
catheter. Remove the Reperfusion Catheter from the guide catheter if necessary for adequate 
visualisation. 
 



SARajih
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